[Current status of objective measurements of nasal airflow].
Objective quantitative measurements of nasal airway patency are badly known and used in clinical practice. However lot of difficulties may be overcame. The modern instruments have a good preciseness and the results are given with reproducibility. The authors sum up principal indications, wether medical or surgical, and insist on a necessary severe methodology.